[Does electromagnetic interference not occur to a bipolar pacemaker during TUR-P?].
It has been reported that a unipolar pacemaker is more sensitive to electromagnetic interference (EMI) than a bipolar pacemaker. However, we experienced cases in which electrosurgery device interfered with a bipolar pacemaker, but not with a unipolar pacemaker during TUR-P. It has been suggested that EMI occurs to a bipolar pacemaker depending on sensitivity and electric resistance of a patient.